[Comparison of 2 rapid systems for evaluating the sensitivity to antibiotics of 170 strains of Enterobacteriaceae: the Rapid ATB and the Autobac].
Susceptibility of 170 strains of Enterobacteriaceae to 17 antibiotics was determined by 2 rapid automated sensitivity testing systems. The general agreement between the two methods was 95 p. cent. Discrepancies have been compared with the standard method of MIC's determination.